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Abstract.
The presence of carbon atoms in silicon carbide and diamond makes the materials
ideal candidates for direct fast neutron detectors. Furthermore the low atomic number,
strong covalent bonds, high displacement energies, wide band gap and low intrinsic
carrier concentrations make these semiconductor detectors potentially suitable for
applications where rugged, high temperature, low gamma sensitivity detectors are
required, such as Active Interrogation, Electronic Personal Neutron Dosimetry and
Harsh Environment Detectors.
A thorough direct performance comparison of the detection capabilities of semi-
insulating silicon carbide (SiC-SI), single crystal diamond (D-SC), polycrystalline
diamond (D-PC) and a self-biased epitaxial silicon carbide (SiC-EP) detector has been
conducted and benchmarked against a commercial silicon PIN (Si-PIN) diode, in a
wide range of alpha (Am-241), beta (Sr/Y-90), ionising photon (65keV to 1332keV)
and neutron radiation fields (including 1.2MeV to 16.5MeV mono-energetic neutrons,
as well as neutrons from AmBe and Cf-252 sources).
All detectors were shown to be able to directly detect and distinguish both the
different radiation types and energies by using a simple energy threshold discrimination
method. The SiC devices demonstrated the best neutron energy discrimination ratio
(Emax[n=5MeV] / Emax[n=1MeV] ≈5), whereas a superior neutron/photon cross
sensitivity ratio was observed in the D-PC detector (Emax[AmBe] / Emax[Co-60] ≈16).
Further work also demonstrated that the cross sensitivity ratios can be improved
through use of a simple proton-recoil conversion layer.
Stability issues were also observed in the D-SC, D-PC and SiC-SI detectors while
under irradiation, that being a change of energy peak position and/or count rate with
time (often referred to as polarisation effect). This phenomenon within the detectors
was non-debilitating over the time period tested (>5h) and as such, stable operation
was possible.
Furthermore, the D-SC, self-biased SiC-EP and a semi-insulating SiC detector were
shown to operate over the temperature range -60◦C to +100◦C.
‡ ©British Crown Owned Copyright 2017/AWE.
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1. Introduction
Silicon carbide (4H-SiC) and chemical vapour deposited diamond (CVD-D) semiconduc-
tors have been suggested as ideal devices for detecting neutrons in a number of specialist
applications [1][2][3][4].
Despite a relatively small detection volume compared to other neutron detection
techniques, they present the ability to directly detect fast neutrons due to the carbon
atoms present, removing issues associated with conversion layers [5]. The thin material
and low atomic number (Z) also reduces the sensitivity to ionising photon radiation,
which is essential as neutron fields are typically accompanied by a x-rays and/or gamma-
rays.
The high threshold displacement energy of the material leads to a high
level of radiation hardness in comparison to other common semiconductor detector
materials [6][7], whereas the strong covalent bonds between atoms also make the
materials mechanically strong.
Furthermore, the wide band gap and low intrinsic carrier concentration of these
materials lead to low leakage current densities over a wide range of temperatures [6][8],
allowing for stable operation in practical non-laboratory systems. This coupled with
low capacitance values for bulk un-doped materials, potentially makes these detectors
suitable for scaling up to large area devices without significant effects upon their
capabilities.
In this work we present a complete and direct comparison of the main variants
of 4H-SiC and CVD-D to assess the suitability for neutron detection applications. In
particular the neutron and gamma intrinsic efficiency as a function of radiation energy
has been determined and compared to a standard silicon PIN photodiode (Si-PIN) to
give a practical performance benchmark against a commercial semiconductor. Epitaxial
SiC (SiC-EP), bulk semi-insulating SiC (SiC-SI), electronic grade single crystal D (D-
SC) and polycrystalline D (D-PC) radiation detectors were all individually irradiated
with alpha particles (Am-241), beta particles (Sr/Y-90), ionising photons (0.065 MeV
to 1.332 MeV, 3000 γ/s to 1 × 107γ/s) and neutrons (1.2 MeV to 16.5 MeV, as well
as AmBe and Cf-252, 250 n/s to 4500n/s). The SiC-EP, SiC-SI and D-SC detectors
were also irradiated with Am-241 alpha particles over a temperature range of -60◦C to
+100◦C.
2. Neutron Applications
Active Interrogation
Most active interrogation techniques utilise external radiation sources (usually neutrons
and photons) to probe and identify objects under investigation. In principle this
technique has been used for many years in medical X-ray machines, baggage scanners
and in nuclear fuel cycle survey instruments [9]. However, since the mid-1990’s there
has also been significant interest in homeland security applications with the aim of
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preventing the illegal movement of nuclear material across ports and borders. This
technique uses high fluence and energy radiation sources, usually accelerator based, to
induce fission within the nuclear materials and detect the signature products [10].
The detection system used in security based active interrogation systems needs
to be robust and capable of operating in relatively challenging radiological conditions.
Regardless of the interrogation type, a mixed field of radiation will be present during
operation from the initial interrogation pulse, fissile reaction, material activation and
scattering. Therefore any suitable detection system must be able to distinguish between
neutron and photon induced signals. Furthermore, in order to determine whether the
characteristic neutron emissions are prompt fission neutrons (2-5 MeV) or delayed /
scattered neutrons (<2 MeV) [11], discrimination between different energies is also
required [12].
The radiation sources are generally quick, high intensity pulses [10] with
the subsequent characteristic fissile radiations ranging between prompt nanosecond
emissions and delayed emissions over seconds, minutes and even hours. As such, the
detector system must be able to operate over a wide dynamic range, as well as be able
to either operate in or rapidly recover from, the high intensity interrogation pulse so
that the induced emissions can be quickly detected (∼1ms [12]).
In order for practical roll-out at ports and borders the detectors must be
stable during operation (>1min) over a range of environmental conditions (-30◦C to
+55◦C [12]). Furthermore regular exposures of high flux and energy radiation fields
must not result in any radiation-induced damage over the operational life-time of the
detection system (typically around 5 years as a minimum [12]).
Electronic Personal Neutron Dosimetry
Electronic personal neutron dosemeters are an established international industry
spanning nuclear power, medical, defence and emergency services. The dominant models
on the market use multiple silicon photodiodes with various filters or convertor layers
to detect beta, X-ray, gamma and/or neutron radiation [13][14][15].
Neutron detection in electronic dosemeters for most devices is achieved by using
Si detectors with several neutron conversion layers [14][15] to give a characteristic
energy response, which in the most part, is similar for the majority of devices on the
market [16][17]. However, maintaining a flat dose equivalent response over such a wide
range of energies (0.025eV to 15MeV) is extremely difficult, with the neutron personal
dose equivalent relative response of these devices often ranging from ≈0.1 to 15 [16].
One of the reasons for this non-uniformity is related to how the different detector
channels are combined. Detection thresholds within these devices are set in-order to
minimise the cross-sensitivity to gamma radiation on the same channel. However, this
threshold will also limit the detection of lower energy conversion particles, effecting the
overlap between the detector channels and subsequently how they are combined.
A further issue with these devices is that the fundamental sensitivity to neutrons
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(counts/dose) is usually quite poor, requiring relatively high doses before statistically
significant readings can be considered. Although this is in some way a result of the
inefficiencies related to conversion layers [5], it is more likely related to the relatively
small size of the detectors limiting the probability of detection. Although larger area
detectors allow more particles to be detected, increasing the ability to detect fast
neutrons, this is at the expense of higher leakage current, capacitance and an increase
in gamma cross-sensitivity (i.e. more gamma-ray photons are detected).
Harsh Environment
The global drive for continual data analysis of components and processes is leading
the need for increasingly challenging detector requirements. One of the most difficult
areas to address is for harsh environment applications where sensitive detectors need
to operate over wide temperature ranges, high pressures, large radiation fields or even
under high mechanical stress.
Applications in nuclear industry are often driven by temperatures up to several
hundred degrees Celsius [18] and integrated neutron exposures up to 1018 neutrons per
cm2 [19][20][21]. Significant ionising photon radiation is also present, requiring both
neutron-gamma discrimination and ionising photon radiation hardness.
Within spacecraft and aerospace, integrated radiation doses are high due to
solar flares and planetary magnetospheric radiation (>0.2mSv/day ambient dose
equivalent [22][23]), whereas mechanical stresses may be extensive during transit [3].
Detectors for automobile applications, particularly in engines, not only have to survive
significant mechanical stress but also temperatures potentially up to 1000◦C [24].
In natural resource well logging (oil and gas) the detection systems operate in
environments up to ≈300◦C [4], pressures >1000 atm and relatively large radiation
doses due to the active interrogation method and background radiation from the rock.
The detectors must also be able function after extreme mechanical stress when installed
in drilling heads [25].
3. Experimental Methods
Sample Preparation
A summary of detectors under investigation has been given in Table 1. The D-SC
detector was fabricated from Element Six Ltd© electronic grade, chemical vapour
deposition (CVD) diamond with 4×4mm2 platinum contacts [26][27]. The D-PC
detector was fabricated from Diamond Detectors Limited© CVD diamond material
with ø6.5mm gold contacts [27][28].
The SiC-EP detector was fabricated from Cree© material [29][30] consisting of an
50µm epitaxial layer of n-type 4H-SiC (5×1014cm−3) grown on 360µm of 4H-SiC bulk
semi-insulating substrate. Ti/Pt/Au Schottky contacts were applied and annealed to
1000◦C, where as Ni/Au was used for the ohmic contacts.
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Detector Material
Manufacturer
Material
Thickness
(µm) Contact Material
Contact
Size
(mm)
Contact
Thickness
(nm)
Si-PIN Hamamatsu© Si ≈300 - 3.6×3.6 -
SiC-EP Cree© 4H-SiC 50+360 (O) Au/Pt/Ti : Ni/Au (S) ø5 150/30/20 : 100/100
SiC-SI Cree© 4H-SiC 350 (O) Au/Ni : Ti/Pt/Au (S) 5×5 1500/40 : 60/40/2000
SiC-SI-Cr3 Cree© 4H-SiC 350 (O) Au/Ni : Ti/Pt/Au (S) 9×9 100/100 : 30/20/100
SiC-SI-Cr4 Cree© 4H-SiC 350 (O) Au/Ni : Ti/Pt/Au (S) 2×2 1500/40 : 30/20/100
SiC-SI-Cr5 Cree© 4H-SiC 350 (O) Au/Ni : Ti/Pt/Au (S) 5×5 1500/40 : 30/20/100
D-SC Element Six© CVD-D 500 Pt : Pt 4×4 120 : 120
D-PC Diamond Detectors Ltd© CVD-D 300 Au : Au ø6.5 100 : 100
Table 1. Main detectors under investigation. The values given in the format X:X
correspond to the position relative to the detector material, in this case represented by
‘:’. Furthermore, in the ‘Contact Material’ column (S) and (O) correspond to Schottky
barrier contact and ohmic contact respectively.
As a significant amount of work has demonstrated the radiation detection
capabilities of epitaxial silicon carbide [31][32][33][34] it was decided that the self-
biased (applied 0V) radiation detection performance of the SiC-EP detector would
be determined. This mode of operation is a particularly interesting concept for the
applications discussed within this paper, as not only does it allow for reduced electronics
and power consumption, the low bias results in smaller depletion regions () which could
decrease the active volume, but also potentially minimise gamma cross-sensitivity in the
detectors [35], as shown by Equation 1 [36],
xdet ∼=
√
20V µρe (1)
where  is the dielectric constant of the semiconductor material, 0 is the permittivity
of free space, V is the bias, µ is the mobility of the majority charge carrier and ρe is the
detector resistivity.
The semi-insulating SiC detector (SiC-SI) was fabricated from Cree© 4H-SiC
material with 5×5mm2 Ti/Pt/Au Schottky contacts and Ni/Au ohmic contacts [33].
Additional SiC-SI detectors were fabricated from 350µm 4H-SiC (on-axis) Cree©
material with Ti/Pt/Au Schottky contacts and Ni/Au ohmic contacts were sputter
deposited onto the material over areas covering 9×9mm2 (Cr3), 2×2mm2 (Cr4) and
5×5mm2 (Cr5). Each sample was cleaned with isopropanol (heated to 85◦C), methanol
(heated to 85◦C) and acetone (heated to 50◦C in an ultrasonic bath) prior to sputtering.
For the Ni/Au ohmic contacts the samples were annealed to 150◦C for 60min and 980◦C
for 2min in a MTI GSL-1100X tube furnace (10◦C/min heat/cool profile) with a constant
flow of nitrogen gas. Similarly the Ti/Pt/Au Schottky contacts were annealed to 500◦C
for 30min using the same technique.
A commercial Hamamatsu© silicon PIN photodiode (Si-PIN), type S1223-01, was
used as a comparison benchmark. The standard package window was carefully removed
in order that the detector could be utilised for alpha and beta detection, as demonstrated
by Gooda and Gilboy [37].
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Dark Leakage Current
The current-voltage (IV) relationship of each detector was determined using a combined
Keithley 487 Picoammeter and Voltage Supply in series with a 10kΩ resistor. Each test
was conducted within a light sealed diecast metal test box at room temperature (≈ 22
◦C), with each voltage increment given up to 100s to stabilise before being read.
Between 0V and the ±5V region the current was measured for ±0.1V increments
so as to give the best representation of the bulk resistivity of the material. At higher
biases the surface impurities and the contact materials dictate the resistivity measured
as a result of variations in the space charge region across an interfacial layer between
the semiconductor and the metal contact [38][39]. The work of Bolotnikov et al. has
shown that this region subtends ±1V in CZT semiconductor detectors [38][39], but the
concept can be applied to other high resistivity materials as well.
From the straight-line fit of the current-voltage relationship, the gradient relates
to the resistance (R) and the resistivity (ρe) of a semiconductor detector of thickness x
can be given by,
ρe =
a
x
(2)
where a is the area of the contact. This equation assumes that the leakage current is
0A at 0V bias and that the detector is a simple parallel electrode detector. In reality
this is not always the case when measuring fully fabricated detectors (rather than just
the material), due to variations caused by fabrication and slight offsets in the measuring
equipment at the very low currents measured. However, even in these circumstances
Equation 2 still operates as a good and simple figure-of-merit check for the resistivity
of the material.
Radiation Spectroscopy
For all radiation based testing the detectors were mounted within a light sealed diecast
metal test box and connected to ORTEC 142A charge sensitive preamplifiers; ORTEC
570 or 572 shaping amplifiers; an ORTEC 710 quad-bias supply; and ORTEC Easy-
MCA multi-channel analyser with associated Maestro software. Energy calibration
of the detectors was conducted using pulser-capacitor calibrations as described by
Siegbahn [40],
Epulser = Vpulser × W × Ccap (3)
(keV ) (mV ) (eV ) (pF )
Where Epulser is the equivalent energy deposited into the electronics system, Vpulser is
the amplitude of the input pulser peak, W is the average electron-hole creation energy
for a given material, and Ccap is the capacitance value of a capacitor connect in series
with a preamplifier and pulser. By plotting Epulser against the resultant peak centroid
position on the MCA output, a linear relationship can be observed, the equation of
which gives the calibration factor for the detection system.
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The D-SC, D-PC and SiC-SI detectors have all demonstrated some form of the
so-called polarisation effect during irradiation, that being a change in the acquired
spectrum and / or count rate with time [27][41][42][43]. This particular effect is
prevalent in low doped, wide band gap semiconductors (D [44], SiC [45], CdZnTe [46]
and CdTe [47]) and is a result of charge carriers being trapped for long periods of
time, leading to a change in the space charge distribution [36]. As such, between each
radiation exposure the detectors were exposed to at least 15 minutes of room ambient
light, while at 0V bias, in order to de-polarise the detector. This procedure was found
to reset the peak position, count rate and polarisation rate performance of the detectors
with a reasonable level repeatability.
For the applications discussed, the detector must be able to detect neutrons in a
mixed field environment. Most neutron sources result in ionising photon and neutrons
fields, but reactions with the surrounding environment mean that charged particles are
also likely to be present in a high energy neutron field and should be considered.
In order to detect neutrons within this environment the detector should be either
insensitive to the interference radiation or be able to discriminate against it. As such,
the detectors were tested over the standard range of radiation types (alpha, beta, X-ray,
gamma, neutron) in order to characterise their susceptibility.
All alpha spectra tests were conducted with a 3.7kBq Am-241 source (5.485MeV)
inside a vacuum chamber at a pressure of 8×10−2mbar. Alpha polarisation testing
was conducted in air with a 60kBq Am-241 source (actual emission at 3.976MeV).
Similarly beta irradiations were conducted in air with 178kBq Sr-90/Y-90 source
(0.544MeV/2.270MeV).
X-ray and gamma ray irradiations were conducted at AWE using either a Pantak X-
ray generator with ISO 4037 Narrow Spectrum filtration [48] or a gamma irradiator with
Cs-137 (0.6617MeV) or Co-60 (1.1732MeV, 1.3325MeV) sources of various activities.
Unless otherwise stated the ionising photon ambient dose equivalent rates were
≈6mSv/h.
Mono-energetic neutron exposures were conducted at the National Physical
Laboratory© (NPL). Radionuclide neutron exposures (Cf-252, AmBe) were conducted
at NPL©, AWE and Thermo Fisher Scientific© (Beenham). Where possible these tests
were conducted in ambient dose equivalent fields greater then 6mSv/h and irradiated for
times exceeding 2 hours in order to obtain reasonable counting statistics in all channels.
For mono-energetic 16.5MeV neutrons the data presented uses the standard calibration
setting and as such the end point energy is reduced.
Before every irradiation the detectors were exposed to at least 15 minutes of room
ambient light, while at 0V bias, in order to remove any polarisation within the detector.
Fast Neutron Convertor Layers
The most statistically probable interaction method for fast neutrons is elastic recoil
scattering where the incident neutron transfers a portion of its kinetic energy to the
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absorbing material through direct collisions.
Elastic interactions result in a change of direction and energy for the incident
neutron as well as a gain of energy and momentum for the nucleus which recoils. If
the energy transferred to this nucleus is such that its velocity is greater than that of its
orbital electrons, it will lose those electrons and move through the medium as a heavy
charged particle.
As discussed by Knoll [36], the maximum transfer of energy between the incident
neutron and target nucleus occurs when the scattering angle of the incident neutron is
180◦ or the recoil angle of the nucleus is 0◦. However the energy transfer is fundamentally
limited by the atomic mass of the absorber nuclei (A), as given by Equation 4 [36],
Er =
4A
(1 + A)2
(cos2θ)En (4)
where Er and θ are the recoil energy and angle of the nucleus respectively.
For carbon and silicon the maximum relative energy conversion ratio (Er/En) of
the incident neutron (En) and the nucleus are 0.28 and 0.13 respectively, allowing for
potential use as a direct neutron detectors [27].
However, for hydrogen the limit is 1.0, due to its similar mass relative to a neutron,
making it theoretically possible for complete neutron energy transfer following collisions.
For this reason hydrogenous materials such as water or plastic are by far the most
popular mediums for neutron shielding and moderation. Hydrogenous materials can
also be used for direct detection (such as proton recoil detectors) or for conversion
detection, where the recoil hydrogen atom (proton) is detected by a charge particle
detector [33][49][50][51][52].
Subject to the fast neutron energies, the potential energy of these conversion
protons is high and as such it is possible the penetration depth will be more than
the thickness of the detector (a 16.5MeV proton could travel ≈1.7mm in Si or C [53]).
Similarly if the convertor layer is too thick, the conversion protons may not escape and
fast neutrons will be attenuated. Furthermore, it is also possible that the conversion
protons will be emitted at non-incident angles; depositing a fraction of their energy or
not even hitting the detector. Consequently, the addition of any form of conversion layer
will result in a maximum intrinsic efficiency limited by the sequence of probabilities for
interaction and detection [5].
Within this investigation a 25µm thick piece of Kapton was used as a hydrogenous
convertor layer to study efficiency and the operational stability of this detection
modality. The distance from convertor layer to the detector varied from detector-to-
detector due to the arc of the bonding wire (the two could not touch due to the Kapton
adhesive) but it was generally around 1-2mm.
Temperature Testing
Temperature testing was limited to detectors mounted on small ceramic boards and
conducted in a vacuum cryostat from -60◦C and +100◦C (213K to 373K) with the
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60kBq Am-241 source. The boards with detectors were secured on the Heat / Cool plate
within the cryostat using thermal coupling paste and a physical latch. A thermistor was
also placed within the cryostat such that it was in contact with the ceramic board and
therefore acted as a direct check of the temperature of the detector during testing. The
preamp, shaping amp, bias supply and MCA were all outside the vacuum cryostat and
not subject to the temperature variations.
Due to the mounting of the SiC-SI and Si-PIN detectors (PCB), as well as the size
of the D-PC detector, this testing was limited to the D-SC and SiC-EP detectors, as
well as the SiC-SI-Cr5 sample, which was deemed a suitable substitution for the SiC-SI
detector.
The cryostat was pumped down to a vacuum of 6.4×10−1 mbar for all tests
conducted. The Heat / Cool plate was connected to either an Oxford Instrument ITC
503 or Mercury ITC, subject to the requirement of cooling or heating respectively, as
described in [4]. For cooling a supply of liquid nitrogen was pumped throughout the
system, with the temperature automatically regulated by the ITC 503 instrument.
4. Results
Dark Leakage Current
The current-voltage characteristics of the detectors are shown in Figure 1, as well as
for the three samples of Cree semi-insulating material with different size contacts (SiC-
SI-Cr3, SiC-SI-Cr4, SiC-SI-Cr5). In addition to this, the resistivities of the diamond
detectors and SiC-SI are given in Table 2. The resistivities of the SiC-EP and Si-PIN
detectors were not determined as the more complex doping and contact arrangement
did not reflect the simplified geometry required for Equation 2.
All the detectors under test showed very good leakage currents over the ranges
tested, in the order of nA, which would suggest good operation for most radiation
detection applications [36], in particular particle detection and electronic personal
dosimetry.
As would be expected for a wide band gap, low intrinsic carrier concentration
detector, the diamond samples demonstrated the lowest leakage current over the
range of biases tested. The D-PC detector provided a lower and more stable leakage
current compared to the D-SC, which is a reasonable observation when considering the
calculated resistivities of the two materials 2±1 × 1015Ω·cm compared to 7.1±0.2 ×
1012Ω·cm respectively. It should be noted that the larger error in the D-PC value is a
result of the observed low leakage currents over the tested range (±5V) being at the
limits of detectability of the picoammeter, in the order of fA.
The doped detectors (SiC-EP, Si-PIN) had higher leakage currents relative to the
other detectors, as would be expected for the intentional increase in carrier concentration
due to doping.
Comparisons of the three semi-insulating SiC Cree detectors (SiC-SI-Cr3, SiC-SI-
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Cr4, SiC-SI-Cr5) show that the leakage currents are in a similar order of magnitude,
particularly at high operating voltages, despite the different contact areas.
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Figure 1. Current magnitude against voltage, normalised to the 0V inflection
point. The settling time following bias change was 1s, with 10 samples taken at each
bias. Detectors SiC-SI-Cr3, SiC-SI-Cr4 and SiC-SI-Cr5 are Cree semi-insulating SiC
detectors with contact sizes 9×9mm, 2×2mm and 5×5mm respectively.
For Active Interrogation and Electronic Personal Neutron Dosimtery applications,
these observations are of particular interest as it suggests that low noise, larger area
detectors are possible. These results also validate the fabrication technique used (i.e.
little variation from detector-to-detector), although comparison between SiC-SI and
SiC-SI-Cr5 suggests that the fabrication technique for the SiC-SI-Cr detectors could
be improved further. Both these detectors were made from Cree material with similar
resistivities and had the same contact area, but at higher biases the SiC-SI-Cr detector
leakage currents are an order of magnitude greater.
The measured resistivity of the D-PC samples was similar to that of published
values by Schirru et al. (1.4×1015Ωcm) [28]) when considering the uncertainties.
The resistance at a given bias (+220V) for the D-SC sample was 0.76±0.06×1014Ω
compared to 2.2×1014Ω as published by Abdel-Rahman et al. [26], however as no guard
ring was utilised in these detectors, leakage currents may have been influenced by surface
effects.
The leakage current of the SiC-EP detector was similar to that reported by Bruzzi
et al. in the RD50 collaboration [29] (<10nA at -100V). The Si-PIN also performed as
per the manufacture’s expected leakage current response (≈0.1nA at -10V).
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Detector
Typical
Operating
Bias
(V)
Leakage
Current
Density
(nA/cm2)
Resistivity
(Ω·cm)
Si-PIN -25 -8.0±0.1 -
SiC-EP 0 -6560±1 -
SiC-SI -400 -0.08±0.02 0.53±0.01× 1013
SiC-SI-Cr3 -400 -0.8±0.1 5.8±0.1× 1013
SiC-SI-Cr4 -400 -4.2±0.1 12±2× 1013
SiC-SI-Cr5 -400 -2.7±0.1 0.44±0.01× 1013
D-SC -200 -0.077±0.009 7.1±0.2× 1012
D-PC -400 -0.011±0.003 2±1× 1015
Table 2. Key performance criteria of the detectors under test. The leakage current
density was taken at the typical operating bias. Operational characteristics of D-SC,
D-PC and SiC-SI have been demonstrated in [27].
Radiation Spectroscopy
Figure 2 shows the spectral response of each detector to multiple radiation types. Each
spectrum has been normalised to the incident radiation flux. This type of normalisation
gives an indication of the relative sensitivities for each radiation type. For example,
the vertical axis position of the alpha radiation data in the graphs is higher than
other radiation types, representing more counts per incident radiation particle. This is
reasonable considering the large energy and shallow penetration depth of alpha particles,
meaning all of the incident particle’s energy will be transferred to the detector.
The incident flux of the alpha sources were determined through the finite source
approximation described by Knoll [36] and Ruby [54], with consideration given for self-
attenuation losses. For X-ray and Gamma-ray exposures the incident flux calculation
utilised the calibrated dose rate from the test facilities and conversion factors taken the
ISO4037 series [48]. The incident flux of the neutron sources was calculated by the test
house, where applicable.
Normalisation to the incident flux was not possible for the beta radiation source
as insufficient information was available on the surface emission rate and the tests were
conducted in air due to safety pressure restrictions on the source. However, the data
presented in Figure 3 has been normalised to the contact surface area. As the detector-
to-source distance was similar for most detectors, this normalisation is proportional to
the incident flux when comparing detectors.
A similar issue occurs when considering neutron conversion layers, as the true
number of particles incident upon the detector includes scattered recoil particles and
neutrons, as well as un-scattered neutrons. Consequently the data has been plotted
separately in Figure 4 for D-SC and the intrinsic detection efficiency (total counts /
total incident particles) shown in Table 3.
The results presented in Figure 2 clearly show that all the detectors are capable
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Figure 2. Count rate (I), normalised to incident flux (φ), against energy (E) as a
function of alpha, X-ray, gamma, radionuclide neutron and mono-energetic neutron
sources. Non-alpha data were taken at ≥6mSv/h. The perceived “levels” in some
spectra (particularly alpha) are artefacts of the flux normalisation and are associated
with the detector’s ability to detect that radiation type. The calibration for the
16.5MeV neutrons was optimised for low energies, resulting in high level threshold
at <16.5MeV for the detectors under test.
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Figure 3. Count rate (I), normalised to contact surface area (a), against energy (E)
for a 90Sr/90Y beta source. All spectra were taken in air.
of discriminating between each of the radiation types and energies tested using a
simple energy threshold / discriminator method. This is particularly important for
active interrogation applications when comparing the Co-60 gamma and AmBe neutron
spectra, as the average energies for these two sources (1.2MeV and 4.1MeV) are similar
to those found following fission [55].
When considering charged particles (alpha and beta) the region for direct neutron
detection above the threshold level reduces for SiC-EP, SiC-SI and Si-PIN. For D-SC and
D-PC, the neutron detection capabilities above the alpha and beta thresholds remain
very good.
There is little difference between the neutron detection capabilities of the Si-PIN
and SiC-SI detectors, although as presented in Table 4, comparison of the different
neutron end point energies (Emax) showed that both SiC detectors had very good
neutron energy discrimination ability (Emax[n=5MeV] / Emax[n=1MeV] ≈5). For
Si-PIN discrimination was still possible, but to a lower extent (Emax[n=5MeV] /
Emax[n=1MeV] ≈2).
Despite demonstrating the highest intrinsic neutron efficiencies (Table 3),
highlighting the advantage of direct carbon-neutron recoil reactions, both the D-SC
and D-PC gave a lower neutron energy discrimination ratio, with Emax[5MeV] /
Emax[1MeV] ≈3.5 and 2.5 respectively.
The D-PC detector did provided the best gamma cross-sensitivity ratio
(Emax[AmBe] / Emax[Co-60] ≈16) due to the low gamma interaction probability of
the material (Z). D-SC would be expected to perform similarly but the detector was
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Figure 4. Count rate (I), normalised to incident flux (φ), against energy (E) for D-SC
detector irradiated with AWE AmBe neutron source (≈6mSv/h) at -200V. Convertor
is a 25µm Kapton layer. The ratio of counts per channel with (IConvert) and without
(INo Convert) convertor layer has also been plotted as a function of energy.
thicker (500µm compared to 300µm) and as such had a lower neutron/gamma ratio
(8.1) due to an increased gamma interaction probability. Similarly the thicker detector
led to an observed ‘peak’ in the 90Sr/90Y beta spectrum (Figure 3) attributed to 90Sr
emissions (Emax[Sr-90]=0.546MeV) when losses due to air are considered.
Gamma and Neutron Intrinsic Efficiency
Using the results presented in Table 1, the intrinsic efficiency has been normalised to
the depletion width (calculated from capacitance measurements) in Figure 5 for gamma
and neutron energies. This could effectively be regarded as the detection efficiency per
unit of active volume for detector, a very important factor when considering the overall
design, cost and eventual scaling for the applications discussed.
Taking the thickness of the detector region into consideration shows that the D-SC
actually provides the lowest intrinsic efficiency for low energy ionising photons as per
Figure 5.
The SiC-EP is quite insensitive to gamma radiation, as would be expected from the
low Z number and narrow depletion width in self-biased operation. Furthermore the
calibration setup of the detector is such the noise edge (the point at which electronic
noise in the system produces a non-negligible number of counts in the absence of a
radiation source) was at least at 0.750MeV with a slightly higher noise edge used during
the neutron testing (≈1MeV) due to increased noise in the system. Although an order of
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Intrinsic
Efficiency
Detector No Convertor Convertor Error
D-SC 2.59% 5.35% ±0.01%
D-PC 2.234% - ±0.004%
SiC-EP 0.010% 0.011% ±0.002
SiC-SI 0.42% 1.26% ±0.04%
Si-PIN 0.78% 2.63% ±0.04%
Table 3. Calculated intrinsic efficiencies for detectors under irradiation of AmBe
neutron source (≈6mSv/h), with and without 25µm Kapton convertor layer.
magnitude larger than the gamma intrinsic efficiency, the neutron efficiency is also quite
low in this detector, but this could feasibly be compensated for in large area applications
with a combined array of detectors.
Similarly the SiC-SI detector demonstrated a lower overall gamma sensitivity
relative to Si-PIN (Figure 5), which would be expected for the lower atomic number
(Z) of the material. However, both SiC-EP and SiC-SI detectors actually demonstrated
the lowest gamma cross-sensitivity ratios relative to Co-60 (6.4 and 6.9 respectively).
Although the Si-PIN direct neutron detection capability has been shown to be
comparable, the reduced overall gamma sensitivity of the carbon based detectors ensures
that lower energy thresholds can be used allowing for a more sensitive neutron detector.
These results are of particular importance for Electronic Personal Neutron Dosimtery
applications, where a reduced neutron-gamma cross-sensitivitiy leads to lower detector
thresholds and potentially improved energy response.
It is worth noting that in Figure 5, the radionuclide sources (highlighted in the
graphs) have been plotted using their average energy. For mono-energetic neutron
sources the emission energy is very well defined, with some facilities capable of
determining energies to within ±1.5%. For radionuclide sources however, there is a very
wide range of neutron energies emitted due to the complex nature of the interactions
occurring. With Cf-252 and AmBe radioisotope neutron sources, for example, despite
having an average energy of 2.1MeV and 4.1MeV, neutrons can be emitted with energies
ranging up to 15MeV and 11MeV respectively [56], however for comparative purposes
the average energies are included.
Fast Neutron Convertor Layers
The benefit of a hydrogenous converter layer has been demonstrated in Figure 4 and
Table 3, with clear increases in the intrinsic efficiency for D-SC, SiC-SI and Si-PIN by
factors of 2-3×.
There was no significant improvement in the SiC-EP but this was to be expected
due to the very thin depletion width when the applied bias is 0V (1.3µm from Table 1),
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Figure 5. Depletion thickness compensated intrinsic efficiency (int/xdet) against
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Highlighted area shows the average neutron energy emissions for the radionuclide
sources (Cf-252=2.1MeV, AmBe=4.1MeV). All data were acquired at ≈6mSv/h.
as well as the large penetration depths of the conversion protons (18µm from SRIM [53]).
The application of the conversion layer was particularly difficult for the D-PC due to a
large bonding wire and subsequent increased distance between the layer and detector,
as such the measurement could not be made.
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Dose Rate Dependence
As can be seen in Figure 6 the performance of these detectors is maintained over a wide
dynamic range of neutron and gamma fluxes. This shows that the data are a result
of direct gamma and neutron detection and not electronic noise or interference as the
counting efficiencies are only dependent upon the radiation dose received. At very high
fluxes the count rate becomes non-linear due to pulse pile up within the multi-channel
analyser.
Polarization Effects
With the exception of the SiC-EP and Si-PIN, all the detectors demonstrated a change
in the acquired spectrum and / or count rate with time, the so-called polarisation
effect [44][45].
This is a result of charge carriers being trapped in deep level locations for long
periods of time, leading to a change in the space charge region and is very dependent
upon the density of ionisation within the detectors, with radiation that results in a
large ionisation concentrations in a small volume (such as alphas) producing very quick
polarisation effects, as demonstrated in Figure 7. This is because these particles tend
to create a large concentration of charge carriers at shallow depths within the detector
(≈ 17µm for diamond and ≈ 18µm for SiC [53]) resulting in a high trapping rate over
a small region [41][42][43]. This leads to the creation of a localised space charge barrier
close to the electrode, through which further electrons and holes must pass to be fully
collected.
A stable count rate was observed for the D-SC detector during beta, neutron
and neutron+conversion proton irradiations, suggesting no polarisation. This is to be
expected as these radiation types would result in less ionisation per incident radiation
particle and therefore less trapping.
Furthermore a more uniform creation of electron hole pairs across the detector
thickness would be expected for these radiation types, resulting in the trapped charges
being distributed more evenly, diluting the overall space charge build-up and reducing
the polarisation effect [57].
Interestingly for D-SC, the Co-60 gamma irradiation has been shown to actually
increase the count rate and effectively enhance the detection capability, whereas alpha
polarisation has been shown to recover over longer time periods. These observations
demonstrate priming whereby the traps within the material are steadily filled with the
created charge carriers until they reach saturation point, after which a stable field, and
therefore spectrum, is maintained [42][57].
For the alpha particles the count rate initially decreases as initial charge carriers
are trapped and incomplete charge collection in the detector occurs, resulting in some of
the created pulse being less than the discriminator level. As the traps reach saturation,
further charge carriers are again able to fully traverse the detector, resulting in the count
rate returning to normal and stabilising, demonstrating shallow priming. It should also
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Figure 7. Count rate variation (I/I0) against time as a function of radiation type.
Tests were conducted over 3600s and 20,000s. Alpha source was Am-241 (185kBq) in
a 8×10−2mbar vacuum. AmBe was ≈18mSv/h, whereas the converter represents the
AmBe neutron irradiation at ≈6mSv/h with a 25µm Kapton proton conversion layer.
Co-60 gammas and 16.5 MeV neutron data was taken at ≈6mSv/h.
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be noted though that the trapped charges do create an additional space charge barrier,
inhibiting the movement of further charge carriers and resulting in an observed reduced,
but stable, alpha energy peak position.
The Co-60 irradiation on the other hand demonstrates uniform priming where
initial charge carriers fill traps within the material leading to incomplete charge
collection and an initial low count rate. However, future charge carriers can more easily
traverse the material without being trapped and so the count rate will increase. As the
trapped charge is evenly distributed throughout the detector there is not a localised
space charge barrier for the charge carrier to overcome and there is little or no effect on
the spectra position.
The quality of the D-SC material is such that the number of traps is significantly less
than the rate of charge generation, essentially traps are rapidly filled and equilibrium is
reached quickly. For D-PC and SiC-SI it is clear from Figure 7 that there are significantly
more trap sites within the material as equilibrium is not reached and polarisation is
observed for nearly all exposures.
As would be expected, the polarisation rate is very dependent upon the ionisation
density of each radiation type and the distribution of the created charge carriers in the
detector. In general, alpha particles show the greatest polarisation rate (high energy, full
deposition of energy in material, highly concentrated charge carrier creation), followed
by beta particles (lower energy, higher penetration) and then conversion protons (lower
stopping power, higher penetration subject to the incident neutron energy).
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For alpha particles in particular, the polarisation tends towards debilitating effects
within D-PC as the spectra move into the noise region and no further pulses can be
registered. This is primarily due to the large emission rate of this source and the shallow
penetration depth. This effect is not as apparent within the SiC-SI data, despite being
demonstrated previously [27]. This is likely due to these exposures being conducted in
air, resulting in a lower incident flux upon the detector which would be closer to the
trapping/detrapping equilibrium.
Generally, polarisation (rather than priming) seems to dominate when charge
carriers are not generated throughout the whole active thickness of the device.
Detector Bias
Neutron
Discrimination(Emax[n=5MeV ]
Emax[n=1MeV ]
)
Cross-
Sensitivity(Emax[AmBe]
Emax[Co−60]
) £/mm2 £/i[AmBe]
D-SC -200V 3.5 8.1 98.76 900
D-PC -400V 2.5 16.0 3.43 1334
SiC-EP 0V 5.0∗ 6.4 3.40 3×106
SiC-SI -400V 4.9 6.9 0.59 4206
Si-PIN -25V 2.0∗ 9.1 0.02 284
Table 4. Summary of key findings. The cost per unit efficiency is given by £/i[AmBe]
and was derived from wafer costs following conversations with suppliers, additional
processing has not been included. ∗ Denotes neutron energy discrimination determined
from the ratio of AmBe and Cf-252, Emax[AmBe]/Emax[Cf − 252].
For the D-PC detector a stable count rate was observed for the the AmBe neutron
exposure, despite the SiC-SI detector showing polarisation effect for the same exposure.
As the D-PC detector had a larger area, it is possible that this is simply an effect of a
reduced ionisation concentration over the whole detector (i.e. for the same dose rate,
the flux at the boundary of the D-PC will be less than the SiC-SI). As such the reduced
uniform trapping rate throughout the detector would be closer to equilibrium with the
detrapping rate, resulting in no observable net polarisation effect. Certainly neutron
polarisation has been observed in D-PC using a very high flux Cf-252 neutrons with the
same principle [27].
It is also possible that this effect could be related to the enclosures the detectors
were tested in, with the D-PC enclosure likely to produce more scattered electrons from
Co-60 exposure (polarisation observed) and the SiC-SI enclosure likely to produce more
recoil particles from neutron exposures (polarisation observed). These effects could be
avoided in future testing by placing a low Z filter (e.g. Al) between the source holders
and detector to absorb the conversion particles, a common feature in radiation detection
instrumentation.
It is worth noting that despite the onset of polarisation effects, with the potential
exception of the alpha source exposures, operation was still possible for all detectors.
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For the diamond detectors in particular, the count rate rapidly stabilises following
irradiation, demonstrating the point at which trapping and de-trapping is in equilibrium.
As such all the detectors may be suitable for use in the applications discussed with
suitable polarisation management techniques [43][58][59][60][61][62][63].
In fact, the selection of detectors for a particular application should be carefully
considered. Diamond detectors are often considered to be quite expensive, as shown
for the cost per unit area in Table 4. However, for direct neutron detection, the cost
is actually comparable to the cheaper Si-PIN material when considering the relative
efficiency. Furthermore, although Si-PIN detectors are not naturally thought of as direct
neutron detectors the Si-PIN detector has been shown to be cheapest detector overall -
essentially they detect more neutrons per pound sterling than the alternatives tested.
Temperature
The effect of temperature on the alpha detection capability of SiC-EP, SiC-SI and D-SC
has been shown in Figure 8. It was observed that the alpha detection characteristics of
the D-SC detector are constant over all temperatures tested up until 373K, at which the
peak position reduces by around around 60% and the full-width-half-maximum doubles.
For the SiC-SI detector there are variations in the alpha peak position (PT ) with all
temperatures tested, although the detector remains capable of detection at each point.
It is also interesting to note that the maximum peak position (Pmax) is achieved at
room temperature (293K). Altering the temperature by ±40K reduces the peak position
by ≈40-45% and altering the temperature ±80K by decreases the peak by ≈40-55%,
suggesting a Gaussian style relationship of the order,
PT
Pmax
= y0 +
(
A
w
√
pi/2
)
· e−2((T−xc)/w)2 (5)
where T is the temperature. The values y0, A, w and xc are all constants derived from
the Origin software using a Levenberg Marquardt empirical iteration function [][64],
given by,
ccly0 = 0.51± 0.07
A = 287± 9(K)
w = 44± 15(K)
xc = 27± 11
but it is worth noting the R2 fit is 0.77 due to non-symmetry at the extremes, as shown
in Figure 9.
For the self-biased SiC-EP detector, there is little or no variation in the peak
position or resolution over the range of temperature tested. Combined with the work
presented by Abubakar et al. [4] which takes SiC-EP up to 500K, self-biased epitaxial
SiC detectors seem very promising for harsh environment applications (i.e. reduced
electronics, intrinsically safe operation).
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Figure 9. Variation of peak position (PT ) relative to position at 293K (Pmax) as a
function of temperature for SiC-SI-Cr5 at -400V applied bias. Fit is a Origin Gaussian
function using Levenberg Marquardt empirical iterations.
The leakage currents of the detectors while under bias increased with temperature as
an exponential function (∝ e−1T ) but were still well within operational capabilities [36].
The leakage currents of the D-SC detector (at -200V) varied from I213K ≈0.1fA to
I373K ≈0.1nA and from I213K ≈1fA to I373K <10nA for the SiC-SI-Cr5 (at -400V)
detector. No significant variation in leakage current was observed for the SiC-EP at
(0V), but variation was more pronounced when under bias negative bias (≈mA at -
40V).
5. Conclusion
A thorough investigation has been carried out in order to determine the suitability
of diamond and silicon carbide detectors for specialist neutron detection applications
such as Active Interrogation, Electronic Personal Neutron Dosimetry and Harsh
Environments. A complete set of radiation exposures including alpha, beta, X-ray,
gamma, radionuclide neutron and mono-energetic neutrons have demonstrated the
detection capability of epitaxial SiC (SiC-EP), semi-insulating SiC (SiC-SI), single
crystal diamond (D-SC) and polycrystalline diamond (D-PC) over a wide dynamic
range, with comparison against a commercial Si-PIN detector as a benchmark.
Furthermore, the stability of the detectors while under radiation was shown, along with
the performance of the SiC-EP, SiC-SI and D-SC in temperatures ranging from -60◦C
to +100◦C.
During the investigation stability issues were noted in the low doped, wide band
gap materials (D-SC, D-PC and SiC-SI detectors), that being a change of both peak
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position and count rate over time, the so-called polarisation effect.
For D-SC, alpha radiation exposure caused an initial decrease in the count rate
followed by a recovery to the initial rate, highlighting shallow priming, where by all
the traps are filled at a shallow location within detector creating a space charge barrier
for future charge carriers. For Co-60 gamma-ray irradiations the count rate actually
increased initially, followed by stable operation, demonstrating uniform priming by
which all the traps are filled uniformly throughout the detector diluting the space charge
variation. For all other exposures the detector remained stable.
Polarisation was observed in the D-PC and SiC-SI detectors for alpha, beta,
gamma, radionuclide neutron (fast and thermal), mono energetic neutron (fast) and
neutron+proton (convertor) irradiations, with the exception of AmBe neutrons for D-
PC and Co-60 gamma-rays for SiC-SI. The results obtained generally showed an increase
in polarisation rate as the ionisation density of the incident particle increased (i.e. the
number of charge carriers created per incident particle). For D-PC this was likely down
a lower overall incident flux relative to the other detectors as certainly radionuclide
polarisation has been demonstrated for higher Cf-252 fluxes [27].
Despite this, with the exception of the alpha irradiations, the polarisation within the
detectors was non-debilitating over the time period tested and as such stable operation
was possible after the initial change in performance.
Consequently the detectors were shown to be able to directly detect and distinguish
both the different radiation types and energies using a simple energy threshold
discrimination method, with the SiC carbide detectors demonstrating the best neutron
discrimination ratio and the Si-PIN demonstrating the lowest (Emax[n=5MeV] /
Emax[n=1MeV]≈5 and 2 respectively). Essentially this ratio suggests it is easier to
discriminate between the two neutron energies in SiC than in Si.
However, the SiC detectors did demonstrate the lowest neutron-gamma cross-
sensitivity ratio relative to Co-60 photons (Emax[AmBe] / Emax[Co-60]≈6.5), with D-
PC providing the best ratio (16). This suggests that there could be more difficulty in
discriminating gamma-ray interference from direct neutron detection in the SiC relative
to the other detectors. Further work was presented showing that these cross-sensitivity
ratios can be improved through use of a simple proton-recoil conversion layer and that
the intrinsic gamma efficiency of the carbon based detectors was less than the Si detector
for lower energy ionising photons.
The work conducted also showed that SiC-EP could be used as a effective neutron
detector when operated under self-bias. Neutron and alpha radiation could be clearly
discriminated, where as the ionising photon intrinsic efficiency was shown to be
significantly lower than the other detectors due to the low Z number, narrow depletion
width and calibration setup (i.e. low minimum energy threshold, <0.750kMeV).
Finally work was conducted to demonstrate that SiC-EP, semi-insulating SiC and
D-SC detectors could be operated in a wide range of environmental temperatures. Minor
variations in alpha energy peak position were noticed for the the SiC-Si and D-SC
detectors although detection capability was still maintained over -60◦C to +100◦C.
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The self-biased SiC-EP detector on the other hand demonstrated no variation in alpha
detection performance or quality for the range of temperatures tested.
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